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Tray vial quadrants
(set of 4)
18596-40015

Rod holding plate
18596-00085

When unplugging flex
circuit, be careful or circuit
will tear. Do not pull on circuit.

Tee
manifold
0100-1501

Orientation of R-flex
under arm assembly

R-Flex

Figure 1030-8

Removing the tray arm assembly. See next page.

Screw
0515-0886

CAUTION

Arm assembly
18596-61000
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Tray arm assembly (18596-60855)

Screw
0515-1124

Belt tension assy
18596-60875

1

R-flex circuit
18596-60915

Arm core/motor
assembly
18596-60905

60 tooth gear
18596-40215

Screw
0515-0986

Z-belt
1500-0803

Gripper assy
w/rod
18596-61005

Smooth pulley
18596-40105

C-clips
0510-1276

Screw
0515-0886

Screw
0515-0886

Z-rod Kit
18596-61010

Magnets

Figure 1030-9

Screw
0515-0897

Z
B

Replaced by Matching Halves Kit 18596-60945:

1 Left arm half 18596-40045

2 Right arm half 18596-40055

2

Sensor board
18596-60035


